No adverse effects attributed to the use of the HemCon® Bandage
have been reported in field use. Nor have adverse reactions been
observed in extensive animal testing.
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HemCon NSN #6510-01-503-8726 - Box of 5
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HemCon Training NSN #6910-01-536-2763 - Each

Additional training material is also available. We encourage you to view our
training video available for download on our website or you may contact us
directly to receive a DVD.

Your input is important to us. HemCon is committed to continuously improving
our products by incorporating user feedback. Please contact us with your
experience and thoughts about the bandage.
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I. Open The Bandage

To open the HemCon® Bandage, grasp the opposing edges of the foil
pouch and pull them apart. As the package opens, pinch the bandage
against the back of the foil pouch with your thumb so the bandage
doesn’t drop on the ground.

Il. Ensure That The Non-stick Side Is Up

The HemCon® Bandage has two sides: the cream colored active side,
which goes on the wound, and the darker non-stick side which is
labeled “THIS SIDE UP”. The bandage will not work upside down.

N I1l. Apply Directly On Source Of Bleeding
The bandage works by adhering to the wound and
sealing it. It is critical to place the bandage on the

=y source of the bleeding, the area where the blood
% vessel damage has actually occurred. Wounds
\./4 where the source of bleeding is too deep or

inaccessible are unlikely to be effectively treated
with this bandage.
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IV. Apply Pressure For At Least Two Minutes
Place bandage directly on the source of bleeding.
Apply firm, even pressure to the side labeled “This
Side Up”. Backing the bandage with a Kerlix roll or
gauze helps ensure uniform pressure and increases
performance. Maintain pressure on the bandage
for at least two minutes or until it adheres and the
bleeding stops.

HemCon

MEDICAL TECHNOLOGIES INC

e®

g
=

Jaalin] OomomoonooooOmooomooooom R RUR[AR AN

The HemCon® Bandage is used to treat severely bleeding external
wounds. The bandage controls bleeding by adhering to the wound
and sealing it.

The HemCon® Bandage has been used successfully to treat bullet and
shrapnel wounds, amputations, lacerations, bleeding from large open
wounds and other injuries when conventional bandages have failed.

The bandage is simple to use, but key points need to be followed for
it to be most effective.

Do not try to re-position the bandage once it is applied. Once used,
a bandage will not stick again.

V. Wound Care

If the bandage sticks to the wound, but doesn’t
completely stop bleeding, do not remove the
bandage right away. Depending on the severity
of the remaining bleeding, it may be best to
leave the bandage on. This is a decision you will
need to make based on the particular wound
and your personal training and experience.

Apply a pressure dressing over the HemCon® Bandage to secure it and
prevent contamination. Recheck the wound frequently for potential
rebleeding.

The HemCon® Bandage is designed to temporarily control severe
bleeding. This bandage is not intended to be long-term wound care.
Bring the patient to a doctor, medic or trained health care provider
as soon as possible.

VI. Additional Information

Bandages should be applied immediately after opening the package.
Effectiveness and sterility may be compromised if this time

is exceeded.

If the wound is to be submersed, a water-tight covering should be
applied. The HemCon® Bandage will not stick if soaked in water.



